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The zero-signal level shall be measured and
should be recorded, as indicated in Figure
AM1–VI(a). This simulated clear-air or 0%
opacity value shall be tested in using the se-
lected light source depicted in Figure AM1–
VI(b).

The light source either shall be a contin-
uous wave (CW) laser with the beam me-
chanically chopped or a light emitting diode
controlled with a pulse generator (rectan-
gular pulse). (A laser beam may have to be
attenuated so as not to saturate the PMT de-
tector). This signal level shall be measured

VerDate 11<MAY>2000 08:46 Aug 31, 2001 Jkt 194143 PO 00000 Frm 00324 Fmt 8010 Sfmt 8002 Y:\SGML\194143T.XXX pfrm09 PsN: 194143T


		Superintendent of Documents
	2014-12-08T13:27:00-0500
	US GPO, Washington, DC 20401
	Superintendent of Documents
	GPO attests that this document has not been altered since it was disseminated by GPO




